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license (http://creativecommons.org/Summary Background/Objective: Surgical technology has advanced rapidly with the intro-
duction of robot technology. Apart from mechanical and electronic elements, housing design
is an essential component that must be thoughtfully considered, bearing in mind the general
requirements for medical devices used in operating theatres. The aim of this study was to
design a modern and safe housing for a surgical robotic system for orthopaedic applications
in Hong Kong that would meet the general requirements for obtaining local regulatory body
approval.
Methods: Based on the general requirements for Class II Medical Devices, industrial product
designers worked in close collaboration with a robot research team formed by engineers and
orthopaedic surgeons to design a modern and safe housing for the HybriDot Surgical Robotic
System that performs computer-assisted surgery.
Results: The design received local regulatory body approval for its application in operating
theatres and was approved for orthopaedic surgery in Hong Kong after fulfilling the general re-
quirements for safety, accuracy, movability and operability.
Conclusion: This project demonstrated a good model of multidisciplinary R&D of surgical ro-
botics led by orthopaedic surgeons, in collaboration with mechanical and electronic engineers
and industrial designers.
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Housing design for an orthopaedic surgery robot 73Introduction
Medical robotics has been successfully developed and
applied in orthopaedic surgery and other surgical fields
[1e6]. Such surgery-assisting technology is appreciated by
surgeons as it provides accurate geometrical positioning
and exact predefined exerting forces that grant more pre-
cise surgical therapy to patients. daVinci is a leading
brand in surgical robotics; its success can be attributed to
its tele-manipulator architecture that is applicable to many
minimally invasive surgeries, achieving satisfactory out-
comes [7,8]. In orthopaedic surgery, there is demand for a
surgical tool that can be manipulated accurately and stably
to the expected position/orientation on a target, e.g., to
target on bone during bone resection. To fulfill the demand
for surgical accuracy, Robodoc [9,10], an image-guided
robot, was developed for total hip replacement surgery
and total knee arthroplasty, where its safety-checking
subsystem provides adequate safety features to protect
both patients and surgical team.
To develop and advance such technology, an orthopae-
dic surgical team developed a prototype of a manual sur-
gical robot 8 years ago in Hong Kong (Figure 1) [11].
However, the manual procedure that produced a certain
number of outliers was also dependent on surgeons’ expe-
rience, and the design feature itself was far from optimum
in meeting the general requirements for surgery performed
in an operating theatre. With recent developments in
computer navigation, computer navigation systems could
be adopted to obtain more accurate operation outcome and
reduce the number of outliers where the anatomicalFigure 1 Prototype of the manual surgical robotics devel-
oped by the orthopaedic surgical team.feature points on a joint are measured as reference for
generating a computer model for surgical planning and
simulation before implementation with the assistance of
surgical robotics [12e14]. Under computer navigation
guidance, surgeons are now able to place cutting blocks in
the right position and orientation. In both manual and
computer navigation cases, the cutting boundaries of the
joint are decided on by measuring the patient’s anatomic
features instead of using preoperative computed tomogra-
phy images. However, without a modern and safe housing,
such robotics, including the commercially available
daVinci and Robodoc surgical robotic systems, could not
be approved by regulatory bodies for routine clinical ap-
plications as Class II Medical Devices [7e10].
Fulfilling requirements for Class II Medical Devices, the
surgical robotic housing design and manufacturing process
should meet the demands of orthopaedic surgical applica-
tions in the operating room, i.e., a computer-controlled
surgical system that registers the patient’s anatomy to a
preoperative surgical plan to guide the robotic arm during
orthopaedic surgery. The housing should be compact and
meet the general requirements for safety, mobility and
operability, at the same time ensuring that the robot that is
working in the operating room fulfills the mechanical,
electrical, and sterilization requirements [15e17]. In
addition, the design should allow the activeepassive robot
arm to operate properly at the same time; a well-
considered ergonomic design would improve the interac-
tion among the surgeons, nurses and patient [18].
The aim of this study was to design a modern and safe
housing for the HybriDot Surgical Robotic Systemdthe
first surgical robot with computer navigation function for
orthopaedic applications in Hong Kongdthat would meet
the general requirements for obtaining local regulatory
body approval from the Hong Kong Standards and Testing
Centre (HKSTC) [19e22]. To achieve this objective, indus-
trial product designers closely collaborated with the robot
research team formed by engineers and orthopaedic sur-
geons [23e25]. The designers were responsible for the
external appearance design of the surgical robot through
frequent communications with the engineers and ortho-
paedic surgeons.
Methods
This study comprised two parts. Part I focused on external
appearance design, i.e., designing the housing for the sur-
gical robot. Part II focused on general functional tests in
terms of reproducibility of the surgical robot and temper-
ature alteration, which were essential for obtaining Hong
Kong Certification Centre approval from the HKSTC
[19e22].
Part I: Design principle and its realization
Requirements in three categories need to be considered in
the design of the external appearance of a medical device:
professional requirements, business aspects and design
aspects (Figure 2). Professional requirement considerations
include regulatory requirements for safety, mobility, and
operability based on the IEC-60601-1 Standard issued by the
Figure 2 Requirements in external appearance product design of a medical device.
Figure 3 Decision tree of the four design phases used in the
external appearance design of the HybriDot Surgical Robotic
System.
74 L.-Y. Qin et al.International Electrotechnical Commission (IEC) [15].
“Safety” is concerned with the mechanical and environ-
mental requirements as well as the hygienic aspect
regarding sterilization/disinfection of robotic components,
while “mobility” and “operability” are essential elements
of a multipurpose and active system.
General design approaches
In designing the housing of the HybriDot Surgical Robotic
System, the four distinct phases described below were
followed (Figure 3 and Supplementary Figure 1).
Phase 1: Research and analysisdthe task was to develop
product design specifications, including structural analysis
(ergonomics, safety, sizes), users’ experience (shaping,
details, safety, ergonomics, user experience, function-
ality), and functionality (mobility, operability together with
design of accessories and selection of materials) of the
robotics. Product design specifications included the
following key elements based on the Form and Style for
American Society for Testing and Materials (ASTM) Stan-
dards [26]: (1) a statement of what a not-yet-designed
product is intended to do; (2) to ensure that the subse-
quent design and development of a product meets user
needs; (3) is one of the elements of product lifecycle
management; (4) acts as an initial boundary in the devel-
opment of products (Figure 4).
e The surgical robot is composed of a control system, an
image-guided navigation system (IGNS), and a robotic
arm to be used for positioning and supporting surgical
tools or instruments in conjunction with the IGNS.
e The material of choice for all external parts was acry-
lonitrile butadiene styrene (ABS). This material has the
advantages of high impact resistance, toughness, heat
and chemical resistance that operates between 20C
and 80C. The material can also undergo sterilization
with ethylene oxide gas, hydrogen peroxide gas plasma,
peracetic acid immersion or ozone that is used for heat-
and moisture- sensitive medical devices.
Figure 4 Phase 1dresearch and analysis with task to develop product design specifications, including structure analysis,
functionality of the robotics, and user experience.
Housing design for an orthopaedic surgery robot 75e The robotic arm needs to be able to hold cutting jigs or
drilling guides to perform common surgical procedures.
The robotic arm was formed by six parts with seven
degrees of freedom. The six parts included: (1) shoulder
girdle, a non-movable junction between the robotic arm
and the control system; (2) shoulder, 90-degree clock-
wise and counterclockwise pivot movement between the
shoulder girdle and shoulder; (3) arm; (4) forearm; (5)
wrist; and (6) handle for manual adjustment. The type
and range of motion between every two parts are sum-
marized in Table 1.
e Mobility, workspace and operability were considered in
the exterior design of the control system and IGNS. As
the system would be moved manually rather than with a
remote control, wheels and push handles were designed
for system mobility. Ergonomic factors were the main
consideration for the keyboard, IGNS monitor and con-
trol signals. Operability issues included power switches,
plug-in slots and heat dissipation during the operation of
the control system.
Phase 2: Design sketchingdthe task was to generate
design concepts (Figure 5). We did product research on
medical robot exterior designs ranging from humanoid to
mechanical aesthetic. Most surgical robots have a me-
chanical aesthetic with an abstract geometric exterior
design. We preferred a hybrid design combining simple
geometric forms with humanoid features. Sketches were
generated based on the hybrid aesthetic concept.
Phase 3: Computer modellingdthe task was to generate
3D models for machining. This process included design
modification (design details, modifications, and evaluationof technical issues), engineering design (assembly methods
of components and machinability), and precise engineering
models for generating the final model ready to produce and
render.
Phase 4: Prototypingdthe task was to realize the design
and build a prototype for clinical tests and trials. This
involved preparing a list of components, graphics, labels,
and finishing for assembly (Supplementary Figure 2).
Fabrication and assembly
Fabrication was based on our design (see above). The de-
vice was assembled by our team members in the Prince of
Wales Hospital, Hong Kong, based on the design concept
and steps stated above.
Part II: General functional and clinical tests
For Class II Medical Devices for use in operating theatres,
we conducted the following tests: (1) temperature; (2)
repeatability; (3) surgical workspace trial; and (4) clinical
trial (passive position control of the robot arm by the sur-
geon under navigation guidance). In the operating theatre
under navigation guidance, we performed repeatability
(precision) and accuracy testing for the position of the ro-
botic arm and evaluated the temperature changes in the
locking system of the mechanical compartment and housing
over time after the device was switched on. The design was
capable for the seven degrees of freedom of the robot.
Clinical testing
For product registration of Class II Medical Robotics, apart
from product design with a focus on housing design for the
Table 1 Summary of six parts of the robotic arm.
Part no. Part name Function Type of joint Range of
motion ()
1 Shoulder girdle
(junction)
Determines the overall angle of the arm Motor powered along the B axis 235
2 Shoulder (pivot) Has the largest range and sets the height of
the arm
Motor powered along the C axis 180
3 Arm Adjusts the final position in a smaller range Motor powered along the C axis 160
4 Forearm Adjusts the final position in a smaller range Gear-belt powered by the arm motor 160
5 Wrist Adjusts the final operation angle precisely Motor powered along the B axis 270
6 Handle Unlock to manually control the robotic arm
movement
Fixed __
76 L.-Y. Qin et al.surgical robotics, essential machine testing is required by
the regulatory body [19e22,26].Results
The current study focused on the housing design of a
modern surgical robotdthe HybriDot Surgical Robotic
System, and essential testing before routine clinical appli-
cation. As surgical robotics is categorized under Class II
Medical Devices, the housing design and manufacturing
process were completed to satisfy the demands of its or-
thopaedic surgical applications in the operating theatre.Completion of design, fabrication and assembly
The housing design and manufacturing of the HybriDot
Surgical Robotic System met the general requirements for
safety, movability and operability of the IEC-60601-1 stan-
dard with specifications on general safety and essential
performance and was certified accordingly (Supplementary
Figures 3 and 4). “Safety” pertains to the mechanical and
environmental requirements as well as hygienic aspects
regarding sterilization/disinfection of the robotic compo-
nents. The system has good movability and operability that
are essential for such multipurpose and active system. The
device has good mobility in interactive needs between
surgeon(s), staff, and the patient. The active medical de-
vice was also designed with influence of human factors,clinical constraints and specifications for the medical
purpose.
Precision and repeatability
Repeatability of the positioning and orientation of the
surgical robotics: Our device achieved a position accuracy
of a mean error of 0.73 mm and an orientation accuracy of a
mean error of 1.98 (Table 2 and Figure 6).
Monitoring temperature changes at the joints of the
surgical robotics: The temperature changes of the joints in
locked static state over 6 minutes were minimal and within
the safety requirements of IEC-60601-1 (Figure 7).
Clinical test
After completion of the precision and repeatability tests,
we successfully performed a series of first-in-man clinical
tests in human patients. A number of cases were success-
fully treated using the HybriDot Surgical Robotic System at
the Prince of Wales Hospital, Hong Kong, including percu-
taneous screw fixation for pelvi-acetabular fracture and
distal locking of inserted intramedullary nails
(Supplementary Figures 5 and 6).
Discussion
There is increasing medical need for minimally-invasive
bone-cutting operations, and this is the foundation for
Figure 5 Sketch for Phase 2 design: (i) design style and functional aspects (key elements: shaping, details, safety, ergonomics,
user experience, functionality); (ii) user needs (key elements: mobility, operability, machinability); (iii) selection of materials and
use of colour and texture (key elements: safety and regulations).
Table 2 Repeatability test of position and orientation.
Mean error (eavg) Root mean square error (erms) Standard deviation (estd) Maximum deviation (emax)
Position (mm) 0.726 0.811 0.361 1.497
Orientation () 1.978 2.186 0.932 3.978
Position accuracy, mean error Z 0.726 mm; orientation accuracy, mean error Z 1.978; acceptable for surgical use.
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prototype [11,13], we developed the orthopaedic surgical
robotic system HybriDot, which is a successful model for
orthopaedic translational research and development in
medical equipment towards advanced clinical applications.
This work was a clinician-led collaborative project with a
graduate from Central Saint Martin’s College of Arts &
Design in London and staff from N.D. Industrial Design in
Shenzhen, China, with the objective of designing a modern,
safe housing for the HybriDot with computer navigation
function for orthopaedic applications in Hong Kong, which
met the general requirements for obtaining local regulatory
body approval, i.e., Hong Kong Certification Centre
approval from the HKSTC [19e22].
The current study focused on the housing design for a
modern surgical robotics system and essential testing for
Class II Medical Devices before clinical application. As sur-
gical robotics, the housing design and general and essential
testing of the entire function of the machine were
completed to the satisfaction of the requirements for or-
thopaedic surgical application in the operating theatre,
i.e., the housing design, general safety and essential per-
formance, including mobility and operability, met the IEC
16061-1 international standard [15,19e22]. The housing
ensures that the robot working in the operating theatre
fulfills the mechanical, electrical, and sterilization re-
quirements. Based on the experience from our trial run, thedesign allowed the activeepassive robot arm to actuate
seven motors properly at the same time and interact well
with the surgeons, nurses and patients. Our device ach-
ieved a position accuracy of less than 1 mm, orientation
accuracy of less than 2 and temperature change of less
than 3 C. These are well within the safety ranges defined
by IEC-60601-1 [15,19e22].
The surgical robot HybriDot has both automatic and
manual functions for application, e.g., for drilling and
tapping before the insertion of screws into a bone [11,13].
To reduce the subjective factor in parameters such as time,
linear velocity, angular velocity, resistance force, pene-
tration depth, and temperature, automated bone drilling is
recommended and can entirely solve the problems that
usually arise during manual drilling. In the current study,
use of the robotic arm resulted in satisfactory precision and
stable temperature during operation. An experimental set-
up was designed to identify bone drilling parameters such
as the resistance force arising from variable bone density,
appropriate mechanical drilling torque, linear speed of the
drill, and electromechanical characteristics of the motors,
drives, and corresponding controllers. Automatic drilling
guarantees greater safety for the patient. Moreover, the
robot presented is user-friendly because it is simple to set
robot tasks and process data are collected in real time.
The current housing design enabled satisfactory contact
of the surgical robotic arm with the human body. Its specific
Figure 6 Repeatability tests for the first generation of surgical robotics with computer navigation function in Hong Kong designed
by the multidisciplinary team led by orthopaedic surgeon Dr. K.S. Leung.
Figure 7 Changes in the temperature of joints in locked
static state over time.
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ally controllable and its safe impression in design maximize
its surgical applications in the operating theatre. We tested
the design elements for dependability (safety, reliability,
availability, confidentiality, integrity, and maintainability)
and found that the robot exhibited sufficiently high
movability and operability for clinical cases at the Prince of
Wales Hospital in Hong Kong, including percutaneous screw
fixation for pelvi-acetabular fracture and distal locking of
inserted intramedullary nails. The reported studies suggest
that robotic assistance enabled inexperienced orthopaedic
surgeons to perform more accurately [27,28].
The FDA classifies medical devices into three categories,
namely Class I, Class II and Class III, based on the risksassociated with the device. Class I devices are deemed to
be low risk and therefore subject to the least regulatory
controls, while Class III devices (such as replacement
valves) are considered the highest risk devices and typically
require pre-market approval (“PMA”) in addition to passing
general controls. Surgical robotics are Class II medical de-
vices [16] that are subject to IEC-1606-1 tests [15].
Although at the moment, there are no strict pre-market
controls to assess the safety, efficacy and quality of medi-
cal devices to safeguard public health or specific guidelines
in Hong Kong to register Class II medical devices, we fol-
lowed those established by the FDA to ensure the long-term
sustainability [20] of our medical device and its future
registration for clinical applications locally, regionally and
internationally to benefit our routine clinical practice and
patients, in addition to following a recently-proposed reg-
ulatory framework that may require licenses for certain
medical device products under the Hong Kong Medical De-
vice Regulations & Approval Process [20e22]. We followed
all mandatory requirements and the Hong Kong Govern-
ment’s Medical Device Administrative Control System
(MDACS), with voluntary listing of Class II and Class III
(Medium Risk) Medical Devices on the safe use of medical
devices, although the classification of a particular medical
device depends on its actual design, intended use, and
other factors [20,21].
Future efforts will be on experimental studies to eval-
uate HybriDot’s intelligent control architecture for moni-
toring the progress and safety of orthopaedic surgeries and,
eventually, for its modification and optimization towards
commercialization.
Housing design for an orthopaedic surgery robot 79In conclusion, this project demonstrated a good multi-
disciplinary model in the R&D of the surgical robot
HybriDot led by an orthopaedic clinical team in collabo-
ration with mechanical and electronic engineers, as well as
industrial designers, to meet the increasing demand for
minimally invasive orthopaedic surgery. Based on the gen-
eral requirements for Class II Medical Devices, we designed
a modern and safe housing for the first generation of sur-
gical robot with computer navigation function that was
approved for orthopaedic applications in Hong Kong.
Conflicts of interest
Lai-Yin Qin and Jing Zhou Wen are affiliated with N.D. In-
dustrial Design Ltd., Shenzhen, China. Chun-Sing Chui and
Kwok-Sui Leung has no conflicts of interest to be declared.
Funding/support
This project was supported by the Innovation and Tech-
nology Fund Tier III fund: Ref. No.-ITS/304/09. The authors
would also like to thank Dr. KUANG Shaolong and Dr. WANG
Yu of Beihang University, Beijing for technical support, and
also the team members involved in the design of the me-
chanical and electronic parts of the surgical robotics.
Appendix A. Supplementary data
Supplementary data related to this article can be found at
http://dx.doi.org/10.1016/j.jot.2016.02.002.
References
[1] Bargar WL. Robots in orthopaedic surgery: past, present, and
future. Clin Orthop Relat Res 2007;463:31e6.
[2] Barkana DE. An orthopedic surgical robotic system-
dOrthoRoby In: Hippe ZS, Kulikowski JL, Mroczek T, editors.
Humanecomputer systems interaction: backgrounds and ap-
plications 2, part II. (Advances in Intelligent and Soft
Computing series.). Berlin: Springer-Verlag; 2012. p. 75e90.
[3] Pearle AD, Kendoff D, Musahl V. Perspectives on computer-
assisted orthopaedic surgery: movement toward quantitative
orthopaedic surgery. J Bone Joint Surg Am 2009;91(Suppl. 1):
7e12.
[4] Demura Y, Ishikawa N, Hirano Y, Inaki N, Matsunoki A,
Watanabe G. Transrectal robotic natural orifice translumenal
endoscopic surgery (NOTES) applied to intestinal anastomosis
in a porcine intestine model. Surg Endosc 2013;27:4693e701.
[5] Poon CC, Leung B, Chan CK, Lau JY, Chiu PW. Design of
wormlike automated robotic endoscope: dynamic interaction
between endoscopic balloon and surrounding tissues. Surg
Endosc 2016;30:772e8.
[6] Faust RA, Kant AJ, Lorincz A, Younes A, Dawe E, Klein MD.
Robotic endoscopic surgery in a porcine model of the infant
neck. J Robotic Surg 2007;1:75e83.
[7] Okoniewski M, Birke A, Schietsch U, Thoma M, Hein W. Hein
Early results of a prospective study in patients with computer-
assisted femur shaft preparation in total hip endoprosthesis
implantation (Robodoc system) e indications, outcome,
complications. Z Orthop Ihre Grenzgeb 2000;138(6):510e4.
[8] Schulz AP, Seide K, Queitsch C, von Haugwitz A, Meiners J,
Kienast B, et al. Results of total hip replacement using theRobodoc surgical assistant system: clinical outcome and
evaluation of complications for 97 procedures. Int J Med Robot
2007;3:301e6.
[9] Bargar WL, Bauer A, Bo¨rner M. Primary and revision total hip
replacement using the Robodoc system. Clin Orthop Relat Res
1998;354:82e91. http://www.scopus.com/scopus/inward/
record.url?eidZ2-s2.0-0031719836&partnerIDZK84CvKBR&relZ
3.0.0&md5Zd830194ee8fef2fc1f2200bc3db9cebe.
[10] Hananouchi T, Nakamura N, Kakimoto A, Yohsikawa H,
Sugano N. CT-based planning of a single-radius femoral
component in total knee arthroplasty using the ROBODOC
system. Comput Aided Surg 2008;13:23e9.
[11] Leung KS, Tang N, Cheung WH, Ng WK. Robotic arm in ortho-
paedic trauma surgeryeearly clinical experience and a re-
view. Punjab J Orthop 2008;10:5e9.
[12] Tsai TC, Hsu YL. Development of a parallel surgical robot with
automatic bone drilling carriage for stereotactic neurosur-
gery. Biomed Eng Appl Basis Commun 2007;19:269e77.
[13] Kuang SL, Leung KS, Wang TM, Chui LH, Liu WY, Wang Y. A
novel passive/active hybrid robot for orthopaedic trauma
surgery. Int J Med Robotics Comput Assist Surg 2012;8:
458e67.
[14] Qiao F, Li D, Jin Z, Gao Y, Zhou T, He J, et al. Application of 3D
printed customized external fixator in fracture reduction.
Injury 2015;46:1150e5.
[15] International Electrotechnical Commission. Welcome to the
IECdInternational Electrotechnical Commission. Geneva,
Switzerland: IEC; 2015. Available at, http://www.iec.ch
[accessed 20.04.15].
[16] Bill Sutton. Overview of Regulatory Requirements: Medical
Devices at this link: http://www.fda.gov/downloads/
training/cdrhlearn/ucm400786.pdf.
[17] Ponte E. Recent FDA medical device regulation and its rele-
vance to robotics. Tech Policy Lab. 2014. Available at, http://
techpolicylab.org/fda-medical-device-regulation [accessed
20.04.15].
[18] Steinhilber B, Hoffmann S, Karlovic K, Pfeffer S, Maier T,
Hallasheh O, et al. Development of an arm support system to
improve ergonomics in laparoscopic surgery: study design and
provisional results. Surg Endosc 2015;29:2851e8.
[19] Hong Kong Standards and Testing Centre. (2015). STC. Avail-
able at http://www.stc-group.org/cn/index.aspx. [accessed
18.03.15].
[20] Anon (2015). Available at http://www.pacificbridgemedical.
com/news-brief/registration-in-hong-kong-devices-and-
pharmaceuticals/. [accessed 19.02.15].
[21] Medical Device Control Office, Department of Health, The
Government of the Hong Kong Special Administrative Region.
Frequently Asked Questions. Hong Kong: MDCO, DOH, Gov-
ernment of the HKSAR; 2015. Available at, http://www.mdco.
gov.hk/english/faq/faq.html [accessed 19.02.15].
[22] Medical Device Control Office, Department of Health, The
Government of the Hong Kong Special Administrative Region.
Information and publicationdClassified examples of medical
devices. Hong Kong: MDCO, DOH, Government of the HKSAR;
2015. Available at, http://www.mdco.gov.hk/english/emp/
emp_gp/emp_gp_cemd/emp_gp_cemd.html [accessed
19.02.15].
[23] Gilman BL, Brewer JE, Kroll MW. Medical device design pro-
cess. In: Conference proceedings of the Annual International
Conference of the IEEE Engineering in Medicine and Biology
Society; 2009 Jun 23. p. 1e4.
[24] Brown T. Design thinking. Harvard Business Review, 2008;
(June 2008 issue):84e95. Available at https://hbr.org/2008/
06/design-thinking.
[25] Zenios S, Makower J, Yock P, Brinton TJ, Kumar UN, Denend L,
et al. Biodesign: the process of innovating medical technolo-
gies. Cambridge, UK: Cambridge University Press; 2009.
80 L.-Y. Qin et al.[26] Form and Style for ASTM Standards. (2015). 1st ed. [ebook]
Pennsylvania: American Society of Testing and Materials In-
ternational. Available at http://www.astm.org/FormStyle_
for_ASTM_STDS.pdf. [accessed 12.01.15].
[27] Devito DP, Kaplan L, Dietl R. Clinical acceptance and accuracy
assessment of spinal implants guided with spine assist surgical
robot: retrospective study. Spine 2010;35:2109e15.[28] Karia M, Masjedi M, Andrews B, Jaffry Z, Cobb J. Robotic
assistance enables inexperienced surgeons to perform uni-
compartmental knee arthroplasties on dry bone models with
accuracy superior to conventional methods. Adv Orthop 2013;
2013:481039. http://dx.doi.org/10.1155/2013/481039. Epub
2013 Jun 19.
